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Abstract: Fluorescence-based detection assays play an essential role in the life sciences and 13 
medicine. To offer better detection sensitivity and lower limits of detection (LOD), there is a growing 14 
need for novel platforms with improved readout capacity. In this context, substrates containing 15 
semiconductor nanowires may offer significant advantages, due to their proven light-emission 16 
enhancing, waveguiding properties and increased surface area. To demonstrate and evaluate the 17 
potential of such nanowires in the context of diagnostic assays, we have in this work adopted a well-18 
established single-chain fragment antibody-based assay, based on a protocol previously designed 19 
for biomarker detection using planar microarrays, to freestanding, SiO2-coated gallium phosphide 20 
nanowires. The assay was used for the detection of protein biomarkers in highly complex human 21 
serum at high dilution. The signal quality was quantified and compared with results obtained on 22 
conventional flat silicon and plastic substrates used in the established microarray applications. Our 23 
results show that using the nanowire-sensor platform in combination with conventional readout 24 
methods, improves the signal intensity, contrast, and signal-to-noise by more than one order of 25 
magnitude compared to flat surfaces. The results confirm the potential of lightguiding nanowires 26 
for signal enhancement and their capacity to improve the LOD of standard diagnostic assays. 27 
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 29 

1. Introduction 30 
Due to their versatility and practical applicability, fluorescence-based readout assays play an 31 

essential role in life sciences and medicine,[1] with applications spanning from live-cell imaging,[2] 32 
protein interaction kinetics and folding[3] to in vitro and in vivo medical diagnostics.[4] Despite their 33 
ubiquity, constant efforts are made to improve both their sensitivity and specificity. For instance, in 34 
the context of diagnostics,[5] lowering the LOD is central to achieve reliable identification of low-35 
abundance biomarkers, which is a prerequisite for early diagnosis.[6] Efforts towards this aim include 36 
the development of high-sensitivity photodetectors,[7] high-quantum yield and photostable 37 
fluorescent probes (both organic[8,9] and inorganic[10]), and more recently, efficient means to 38 
interface high-affinity biomolecular interaction partners with nanostructure-based fluorescence 39 
enhancement platforms. 40 

The nanomaterials so far predominantly explored for the latter purpose are primarily metallic 41 
nanoparticles, providing plasmonic-induced fluorescent enhancement[11,12]. In the context of 42 
optical biosensor applications, semiconductor nanowires have been mostly explored based on their 43 
higher surface area compared with planar substrates, but have recently gained increased attention 44 
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also due to their highly advantageous optical properties[13–15]. Specifically, nanowires have been 45 
shown to collect the fluorescence emission of a large number of surface-bound fluorophores and re-46 
emit it at their tip, not unlike an optical fiber,[16] thereby greatly enhancing the overall intensity of 47 
the emission, and even enabling single-molecule detection without advanced optics.[17] In addition 48 
to the effect of increased surface area offered by the nanowires, which increases the total fluorescence 49 
signal within the field-of-view, the signal is furthermore enhanced due to a combination of 50 
advantageous physical effects: i) the relatively high refractive index of semiconductor nanowires 51 
enables them to support waveguide modes at small diameters, collecting and guiding the emission 52 
from fluorophores placed in immediate proximity to the nanowire surface;[16,18] ii) it has been 53 
suggested that the coupling of excitation light in waveguide modes can increase the intensity of the 54 
local electromagnetic field close to the nanowire’s surface, enhancing the excitation of fluorophores 55 
placed in their close proximity; [19,20] and iii), the emission of light from the nanowire tip can be 56 
highly directional, thereby increasing the light collection efficiency of the readout system.  57 

Several studies, employing different semiconductor materials (e.g. ZnO,[21] Si,[22] GaP,[14] 58 
InAs,[23] GaAs[19]), have addressed the potential of nanowires to enhance fluorescent signals. 59 
Among them, some investigated the physical interactions between nanowires and fluorescent dyes 60 
suitable for biomolecular labeling,[15,16,18,20], for example showing how guiding efficiency is 61 
strongly dependent on nanowire material, diameter and light wavelength, with different diameters 62 
maximizing efficiency for a certain wavelength range, allowing optimization for selected 63 
fluorophores.[16] Others explored their use for investigating biological systems, such as molecular 64 
motors,[14] supported lipid bilayers,[17] and live cells.[19] Patterned arrays of spatially ordered ZnO 65 
nanowires have been used for protein microarray applications, demonstrating detection limits in the 66 
fM regime, even beating state-of-the-art ELISA platforms when applied both on human samples and 67 
serum spiked with carefully controlled biomarker concentrations. [20,24] Although the exact 68 
magnitude of the fluorescence enhancement provided by nanowires has been subject to intense 69 
evaluations,[20] quantitative measurements of the enhancement provided by nanowires have been 70 
so far scarce in terms of immunoassays tested, and focused on ZnO nanowires.[20,24] Compared to 71 
ZnO, the GaP NWs used in this study have a considerably higher refractive index, allowing them to 72 
support waveguide modes at smaller diameters and guide light more efficiently than their ZnO 73 
counterparts. Moreover, in contrast to solution-processed ZnO nanowires, GaP wires can be 74 
synthesized using epitaxy, which allows for enhanced control over the nanowire size and shape, 75 
resulting in a homogeneous nanowire population with geometries precisely matched for optimal 76 
signal enhancement. 77 

In many fluorescence-based detection assays, including antibody-based microarrays, a high 78 
signal intensity does not necessarily imply reliable data, because what matters is primarily the 79 
relative intensity of signal compared to background. For this reason, contrast and signal-to-noise ratio 80 
are preferred quantities to use when evaluating how well a signal of interest can be resolved.[25] In 81 
this work, we therefore used these measures to assess the capacity of SiO2-coated GaP nanowires for 82 
detection of biomarkers using a well-established immunoassay originally designed for flat 83 
surfaces,[26] and proven capable of identifying unique biomarker signatures for cancer 84 
diagnostics.[27,28] Specifically, the nanowire platform was compared with flat, SiO2-coated silicon 85 
substrates, and to MaxiSorp plastic slides, the latter being the standard platform for this particular 86 
single chain fragment variable (scFv) antibody based microarray assay[26,29]. ScFv can easily be 87 
produced in bacterial culture and we have earlier shown their high suitability for both the generation 88 
of libraries and the use in high-throughput multiplexed applications,[26,30] allowing to assess how 89 
nanowires could impact a state-of-the-art system. Moreover, the fact that ScFv are well adsorbed on 90 
negatively charged surfaces (such as MaxiSorp or SiO2) makes the testing of silica-coated nanowire 91 
samples possible without any additional surface functionalization. The performance of the three 92 
types of surfaces named above was evaluated using five different scFv antibodies directed against 93 
different biomarkers, the expression of which being correlated with several different diseases, for 94 
example lung and pancreas cancer (CEACAM-1),[31,32] asthma (IL-5)[33] and heart disease (MCP-95 
1).[34] For these biomarkers, we analyzed the total fluorescent signal intensity, the Weber contrast, 96 
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and the signal to noise ratio (SNR), and found that all three parameters are more than an order of 97 
magnitude larger on nanowire substrates compared to flat substrates. Moreover, at low serum 98 
concentrations, where no signal could be detected on flat substrates, a quantifiable signal could still 99 
be obtained on nanowires. Taken together, our results show that lightguiding nanowire substrates 100 
have significant potential as a platform for ultrasensitive, fluorescence-based biomarker detection 101 
when low detection limits are needed. 102 

 103 
 104 

2. Materials and Methods  105 
GaP nanowires synthesis: GaP nanowires were grown on a (111)B GaP substrates using 106 

metalorganic vapor phase epitaxy (MOVPE) from 50 nm Au seed nanoparticles randomly deposited 107 
on the substrate at a density of approximately 0.35 µm-2.[35] At this density the average distance 108 
between nanowires is ~3 µm, sufficiently larger than one wavelength (~650 nm) to avoid waveguide 109 
mode superposition between nanowires. Two batches of nanowire substrates were used in this study, 110 
grown (i) axially to a length of 4.1 ± 0.1 µm and then radially to a diameter of 160 ± 7 nm and (ii) to a 111 
length of 3.7 ± 0.1 µm and a diameter of 160 ± 7 nm, respectively (Figure 1). The specific diameter 112 
allows for optimal in-coupling of light emitted by fluorophores in the red spectral range (such as for 113 
the dye Alexa647 used in the current experiments), due to the presence of partially localized 114 
waveguide modes. The small variations in diameter between nanowires in the same batch are not 115 
expected to significantly impact their waveguiding properties, in particular considering the line 116 
width of the fluorophores.[16] Nanowire samples and flat Si substrates were coated with ~10 nm of 117 
silicon oxide (SiO2) using atomic layer deposition (ALD). 118 

 119 
Figure 1. Scanning electron microscopy images of the GaP nanowires used in this study, taken at 30° 120 
and 0° stage inclination (perpendicular view). 121 

Biotinylation of serum samples: Biotinylation of serum was performed on ice or at 4°C 122 
according to standard procedure. Briefly, serum samples were centrifuged at 16 000 g and the 123 
resulting cleared serum then diluted in PBS (D-PBS-Sterile w/o Mg, Ca, GE Healthcare Life Sciences, 124 
Marlborough, USA) to 1:5 before addition of biotin (EZ-LinkTM NHS-PEG4-Biotin, Thermo Fisher 125 
Scientific) to a final concentration of 1.13 mM. The reaction was terminated after 2 hours by adding 126 
Tris-HCl pH 8.0 (Thermo Fisher Scientific) to a final concentration of 181 mM. For each biotinylation 127 
plate, three replicates of a reference serum sample (ERM-DA470k/IFCC) were included as process 128 
control. Biotinylated samples were pooled, aliquoted and stored at -80°C. 129 
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 130 
scFv production: Human recombinant single-chain Fv antibodies were purified from E. Coli, 131 

using His MultiTrap FF 96 well plates (GE Healthcare Life Sciences), according to the manufacturer’s 132 
instructions. Buffer exchange to PBS (GE Healthcare Life Sciences) was performed using ZebaTM 96-133 
well desalt spin plates (Thermo Fisher Scientific). Sodium azide (GBiosciences, Saint Louis, USA) was 134 
added to the purified scFv in PBS to a final concentration of 0.06%. The purity of the scFvs was 135 
evaluated by SDS-PAGE, using 8–16% Criterion™ TGX Stain-Free™ Protein Gel (BioRad, Hercules, 136 
USA). Concentrations were measured in a SPECTROstar Omega microplate reader at 280 nm and 137 
analyzed with the included MARS software (BMG Labtech, Ortenberg, Germany). PC013 and PC070 138 
were produced at the Department of Immunotechnology, Lund University, Sweden, and RD003, 139 
RD004, and RD017 at Immunovia AB, Lund, Sweden. 140 
 141 

Sample functionalization: The assay used in this study was adapted from an assay developed 142 
for scFv microarrays[29] on black polymer MaxiSorp slides (NUNC A/S).[26] The same assay was 143 
run on three different substrates: (i) SiO2-coated nanowire substrates, (ii) SiO2-coated, flat silicon 144 
substrates and (iii) flat MaxiSorp slides, henceforth referred to as nanowire, silicon and MaxiSorp 145 
substrates, respectively. Prior to scFv spotting, the nanowire and silicon substrates were ozone-146 
preened for 40 minutes in order to clean and activate the surface, glued to a MaxiSorp slide, and 147 
placed in a 12-well slide holder. Spotting of antibodies was done by manually depositing 1.5 µL of 148 
scFv solution on each type of substrate. This resulted in the silicon and MaxiSorp substrates having 149 
only part of their surface exposed to the scFv solution. In contrast, the smaller and more hydrophilic 150 
nanowire substrates were entirely covered by the scFv solution. All substrates were then incubated 151 
at room temperature in a moist environment for about 20 hours in stagnant conditions to facilitate 152 
scFv adsorption. After incubation, the substrates were rinsed thoroughly with 0.05% Tween 20 153 
solution in PBS to remove the excess antibodies, then incubated on an orbital shaker for one hour 154 
with a blocking solution (1 w% fat-free milk powder, 1% Tween solution in PBS) to passivate the 155 
surface. The substrates were then rinsed thoroughly with 0.05% Tween solution in PBS and incubated 156 
for two hours in biotinylated serum diluted in blocking solution. The substrates were rinsed four 157 
times with 0.05% Tween solution in PBS and incubated on an orbital shaker with 10 µM Streptavidin-158 
Alexa 647 in blocking solution for one hour, then rinsed with MilliQ water and dried with nitrogen 159 
(see Figure 2 a-c for a schematics of the assay). All incubation steps were performed at room 160 
temperature while shielding the samples from light. 161 
 162 

Sample imaging: All samples were imaged within a few hours from preparation in 163 
epifluorescence using a custom-built microscope, a 40x air objective (Nikon, 0.85 NA), a Photometrics 164 
Prime95B scientific CMOS camera and a Thorlabs high-power LED source for illumination (emission 165 
peak at 625 nm). The lamp power was kept at 15% (~15 mW) to limit bleaching. The camera exposure 166 
time was set to 500 ms (See Figure 2 d-f for raw images of the signal collected from each substrate). 167 
A total of five different scFv were used in this study and duplicates were made for each scFv and for 168 
each substrate. The scFv target and spotting concentrations are reported in Table 1.  Henceforth, 169 
each scFv type will be referred to by its tag number. 170 

Table 1: Target and spotting concentration of scFv, with typical biomarker concentrations in patients. 171 

ScFv Target biomarker Spotting 
scFv Conc. 

(mg/ml) 

Typical biomarker 
concentration (pg/mL) 

PC013 Interleukin-5 (IL-5) 0.111 ~10 (asthmatic)[33] 
~1 (healthy)[36] 

PC070 Monocyte chemoattractant protein (MCP-
1) 

0.139 ~5×102 (diabetic)[37] 
~4×102 (ischemic stroke)[34] 

~102 (healthy)[38] 
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RD003 Carcinoembryonic antigen-related cell 
adhesion molecule 1 (CEACAM-1) 

0.300 ~ 5×105 (lung cancer)[31] 
~1.5×105 (melanoma)[39] 

~6×105 (healthy)[40] RD004 Carcinoembryonic antigen-related cell 
adhesion molecule 1 (CEACAM-1) 

0.300 

RD017 Cytotoxic T-lymphocyte-associated protein 
4 (CTLA-4) 

0.230 Large dynamic range 
reported: 

~102 (cancer patients)[41] 
~2×103 (primary proliferative 

glomerulonephritides)[42] 
 172 

In the standard protocol used for these scFv, biotinylated serum is further diluted to 2% in 173 
blocking solution. However, to better test the enhancement provided by nanowires, the standard 174 
solution was further diluted by factors of 1:5 (0.4%), 1:10 (0.2%) and 1:20 (0.1%), henceforth referred 175 
to as 0.4%, 0.2% and 0.1% respectively. Two control samples were prepared for each substrate type 176 
to estimate nonspecific binding: one by exposing scFv -spotted substrates to a solution containing no 177 
serum (0%), and one by exposing non-spotted surfaces to the highest serum concentration used in 178 
this study (0.4%).  179 
 180 

 181 
Figure 2: (a) Schematic representation of the scFv assay used in this study: ScFv antibodies (pink) are 182 
physisorbed on a surface. A blocking agent (green) is subsequently used to minimize unspecific 183 
binding of biotinylated serum proteins (blue), which are targeted by fluorescently labelled 184 
streptavidin (dark red). (b-c) Schematic representation of the assay on a flat substrate (b) and a light-185 
guiding nanowire substrate (c): the emission of fluorophores on the nanowire surface excites the 186 
supported waveguide modes to be reemitted at the tip, leading to an enhanced signal intensity at the 187 
tip of the nanowires. (d-f) Top-view epifluorescence images (displayed in the same pixel window) of 188 
(d) a GaP nanowire substrate, (e) a silicon substrate and (f) a MaxiSorp black polymer substrate, 189 
spotted with antibodies and exposed biotinylated serum concentration diluted to 0.4% (the highest 190 
concentration used in this study). Individual nanowires are visible in (d) as bright spots. The edge of 191 
the scFv spot is visible in (e) and (f), showing the difference in signal between specific an unspecific 192 
binding to the antibodies. 193 

 194 
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For silicon and MaxiSorp substrates, where the edge of the scFv spot could be identified (Figures 195 
2 d and e) the signal intensity 𝐼# and background intensity 𝐼$  were extracted as the mean pixel 196 
value corresponding to regions inside, and outside the scFv spot, respectively (Figure 3a). 197 

However, due to the non-homogeneous nature of the nanowire substrates, the analysis on 198 
nanowires had to be performed in a slightly different manner. In the analysis, wires were defined as 199 
regions containing more than five bright pixels after the image had been processed with a Laplacian 200 
and threshold filters. The signal intensity, 𝐼#, for each wire was then calculated as the mean pixel 201 
value of the region defining the wire (Figure 3b). Because SiO2-coated nanowire substrates are very 202 
hydrophilic after ozone preening and since the samples used in our study are relatively small (< 5 203 
mm2), the spotting of scFv fragments on a nanowire substrate inevitably resulted in the scFv fragment 204 
drop covering the entire surface of the sample, making it impossible to extract 𝐼$ from a non-spotted 205 
area on the same substrate. Instead, the background intensity 𝐼$  on nanowire substrates was 206 
designed as the mean pixel value at the positions of nanowires on substrates that were not exposed 207 
to scFv fragments but exposed to serum only (Figure 3c). 208 
 209 

 210 
Figure 3: Image analysis for signal extraction on (a) MaxiSorp black polymer plastic spotted with 211 
antibodies and exposed to 0.4% serum concentration, (b) scFv -spotted nanowires exposed to 0.4% 212 
serum concentration, and (c) non-spotted nanowires exposed only to 0.4% serum concentration 213 
(control sample). (a) is displayed in a different pixel window than (b) and (c) to better show the 214 
contrast between spotted and non-spotted areas in (a). On flat substrates, the signal and background 215 
intensity are extracted as the mean pixel value in the areas inside (blue) and outside (red) the scFv 216 
spot, respectively. On nanowire samples, Is is the mean pixel intensity on nanowire positions, 217 
(highlighted in blue in (b)). Similarly, IB is the mean pixel intensity on nanowire positions on the 218 
control substrate (red in (c)).  219 

3. Results  220 
The assay used in this study was originally developed for antibody microarrays[29] on black 221 

polymer MaxiSorp slides (NUNC A/S),[26] and it was run on three different substrates: (i) SiO2-222 
coated nanowire substrates, (ii) SiO2-coated, flat silicon substrates and (ii) flat MaxiSorp slides (see 223 
Figure 2). A total of five different scFv (Table 1) were spotted manually on the different substrates 224 
followed by surface passivation, incubation in biotinylated serum and incubation in Streptavidin-225 
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Alexa Fluor 647 (see Materials and Methods for detailed experimental protocol) before imaging by 226 
fluorescence microscopy.  227 

Signal intensity, Weber contrast and signal-to-noise ratio were extracted from the acquired 228 
microscopy images of the three different substrate types after rinsing in water and drying in nitrogen. 229 
The Weber contrast CW and the signal-to-noise SNR were evaluated as  230 

 𝐶& = 	
𝐼# − 𝐼$
𝐼$

 (1) 

and  231 
 𝑆𝑁𝑅 = 	

𝐼# − 𝐼$
𝜎$

 (2) 

where 𝜎$ is the pixel-value standard deviation of the background. The Weber contrast CW, which is 232 
also commonly referred to as signal-to-background ratio in the literature, is a measure of the relative 233 
intensity of signal compared to background. The signal-to-noise ratio (sometimes referred as signal-234 
to-standard-deviation ratio, or SSR) is instead a measurement of how well the signal stands out over 235 
the noise fluctuations. IS, CW and SNR for the three substrates and the five scFv types after exposure 236 
to 0.4% serum concentration are plotted in Figure 4 (left). 237 

 238 

 239 
Figure 4: Left: extracted values of signal intensity Is, Weber contrast CW and signal to noise ration SNR 240 
for the various scFvs on the three substrates tested with 0.4% serum concentration. All three 241 
parameters are consistently higher on the nanowire substrates. Right: example of the effect of serum 242 
concentration for the PC070 scFv. Decreasing the serum concentration results in a decrease in signal, 243 
with 0.1% concentration approaching the limit for reliable signal on nanowires. 244 

For each scFv and serum concentration, the flat silicon and MaxiSorp substrates exhibit almost 245 
undetectable fluorescent signal intensities. In contrast, IS on nanowires is higher by a factor 10-20 246 
compared to flat surfaces, in agreement with previous findings obtained on ZnO nanowires.[20] 247 
Similarly, the Weber contrast and SNR are higher on nanowires (CW ≈ 2-3; SNR > 10) compared to flat 248 
surfaces (CW ≈ 0.1 - 0.2; SNR ≈ 1-2). For comparison, in the case of DNA microarrays, a commonly 249 
applied positive detection threshold is set to CW ~ 0.5,[43] and SNR ~ 3.[44] 250 
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Reduction of the biomarker concentrations by decreasing the serum concentration results in a 251 
lowered signal intensity, Weber contrast and SNR for all antibodies. For the most diluted samples 252 
tested (0.1%) it was in fact not possible to effectively measure the signal intensity on silicon and 253 
MaxiSorp substrates for some antibodies, since it was too close to that of the background to discern 254 
the edges of the scFv droplet (see Figures 3 e and f). In contrast, for the same serum concentration, 255 
nanowires consistently exhibited higher signals than the background (Figure 4, right column). 256 

4. Discussion 257 
We have used lightguiding, free standing GaP nanowires in a scFv antibody-based 258 

immunoassay and tested five different antibodies for detection of biomarkers in human serum. We 259 
have compared the signal intensity, signal contrast and SNR obtained on nanowires compared to 260 
those on commonly used flat substrates. For all antibodies, the increase in signal intensity, contrast 261 
and SNR is more than one order of magnitude larger on the nanowires compared to flat silicon and 262 
MaxiSorp substrates, proving that GaP nanowires can be used effectively for signal enhancement in 263 
immunoassays. Control experiments (i.e., spotted samples not exposed to serum and not-spotted 264 
samples exposed to serum) showed consistently lower fluorescent signal compared to the respective 265 
experiments, verifying that unspecific binding to the surfaces played an insignificant role. Moreover, 266 
signal intensity of control experiments showed limited variations between experiments. The 267 
observed variation in SNR and CW, between different antibodies can be attributed to differences in 268 
the adsorption of different antibodies and in the respective biomarker concentration. In addition, the 269 
process of manually spotting the samples also could contribute to signal variations, since manual 270 
spotting is inherently more prone to deviations than for example the inkjet printing, which is 271 
commonly used to produce protein microarrays. Sample drying could have an effect as well, as the 272 
nanostructured surfaces cannot be blow-dried at high pressure.  273 

It is worth noting that the assay used in this study is routinely used for antibody microarrays on 274 
MaxiSorp slides and was implemented on nanowires with minimal deviation from the routine 275 
protocol. The majority of the nanowires go through the process of repeated rinsing and drying steps 276 
with little or no damage. This shows that nanowire substrates are a sturdy platform allowing for an 277 
easy implementation of pre-existing assays. In addition, the use of ALD enables the coating 278 
nanowires with different materials depending on surface chemistry needs. Altogether, our results 279 
indicate that by using semiconductor nanowire substrates instead of standard flat substrates with 280 
fluorescence detection essays will improve the limit of detection, making them valuable for detection 281 
of low abundance molecules in biological fluids. The results presented here are general to other types 282 
of nanowires made of high refractive index materials, as the lightguiding properties of nanowires 283 
depend directly on the refractive index difference between nanowire and surrounding medium. 284 

5. Conclusion 285 
It is clear from the results presented in this study that the high surface-to-footprint ratio of the 286 

nanowires, combined with their lightguiding properties, could be used to greatly increase the 287 
detection limit of immunoassays, or alternatively to decrease the amount of biological material 288 
required. Moreover, the increased signal quality on nanowires at very low serum concentrations 289 
opens up for developing a platform able to reliably detect very low abundance biomarkers in complex 290 
proteomes, important in, for example, the context of early-stage cancer detection[27,45] or 291 
miniaturization of diagnostic tools.[46] Although the aim of this work was not to quantify the limit 292 
of detection in terms of target concentration, which requires biomarker-free serum spiked with pure 293 
biomarker, it is worthwhile noting that while the serum dilution for the standard protocol developed 294 
for antibody microarray on the MaxiSorp Plastic is 2%, a fluorescent signal appreciably larger than 295 
background could be detected on nanowires exposed to serum 20 times less concentrated (0.1%). For 296 
example, the typical concentration of MCP-1 (targeted by PC070) is on the order of 100 pg/mL, while 297 
that of IL-5 (targeted by PC070) on the order of 10 pg/mL. A 20-fold increase in sensitivity raises the 298 
prospect of a limit of detection below 1 pg/mL (i.e. ~10-100 fM), which is comparable with state-of-299 
the-art immunoassays.[47] Further work is necessary to precisely estimate the gain in LOD using a 300 
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nanowire substrate, but these results prove how nanowires can substantially improve detection in a 301 
realistic assay (i.e. using human serum with native biomarker). In light of the fact that high-quality 302 
nanowire platforms are now becoming available at low cost, this makes this approach highly 303 
attractive in the intense search for simple biosensor formats offering reliable detection of low-304 
abundance biomarkers. 305 

Supplementary Materials: Supporting Information contains results for all the tested serum concentrations for 306 
all the antibodies tested and Figure 4a displayed in logarithmic scale. The following are available online at 307 
www.mdpi.com/xxx/s1, Figure S1: Data for all tested scFvs, Figure S2: Figure 4a plotted in logarithmic scale.  308 
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